INTRODUCTION
Laser vibrometers have been frequently used for precise vibration measurements to ensure the safety of commercial products in industry. The reliability and accuracy of such measurements should be guaranteed by a traceability system, which is a series of calibrations meeting national or international metrology standards regarding the use of laser vibrometers. To establish such a traceability system for laser vibrometers, a novel calibration method has been published as a new international standard (ISO 16063-41 [1] ) for laser vibrometers. Some demonstrations have been attempted in accordance with this standard [2] [3] [4] [5] .
Laser vibrometers consist of two key components, a laser optics unit and a demodulator unit. A heterodyne laser interferometer or homodyne laser interferometer can be applied with a laser optics unit. The interferometry signal detected by a laser optics unit is transformed into an acceleration, velocity, or displacement signal by the demodulator unit. Two kinds of demodulator unit, analog and digital types, can be applied to realize this transformation.
For many years, many analog demodulator units have been used to transform interferometry signals into velocity signals. These units enable the direct conversion from Doppler signals to velocity signals, which can be continuously obtained over a wide velocity or frequency range. Such a laser vibrometer based on Doppler signals is referred to as a laser Doppler vibrometer. In an analog demodulator unit, the characteristics of the electric components such as the frequency-to-voltage converter, lowpass filter, and scaling amplifier strongly affect the measurement accuracy [6] .
On the other hand, the digital demodulator unit applies a new signal processing method that does not depend on the characteristics of analog components. Because of the wide bandwidth of the interferometry signals, the only analog device required is an analog-to-digital converter (ADC) with high speed and high resolution. In the digital demodulator unit, the measurement accuracy depends mainly on the characteristics of the ADC and the calculation algorithm.
Therefore, the digital demodulator unit would enable users to easily achieve high measurement accuracy, in contrast with that obtained with the analog demodulator unit. However, digital demodulator units cannot always provide continuous measurements over the wide velocity or frequency range achieved by analog demodulator units because of technical barriers such as the limited number of samples available for digital processing and the limited sampling rate [6] .
In this study, characteristics of various types of commercial laser vibrometer were investigated, and we clarify the disadvantages of the analog demodulator unit used. In addition, a novel digital demodulator unit, which enables us to continuously provide output data for in situ measurement, was developed to realize high measurement reliability, and we confirmed its capability experimentally.
CHARACTERISTICS OF COMMERCIAL LASER VIBROMETER
WITH ANALOG DEMODULATOR UNIT
Characteristics of three commercial laser vibrometers
To confirm the potential of commercial laser vibrometers, we performed the calibration of a laser vibrometer and its demodulator unit. Three different kinds of commercial laser vibrometers with analog demodulators were applied to the calibration, which are in this work denominated LV A, LV B and LV C. These laser vibrometers are made by three manufacturers in Japan.
The primary calibration of the laser vibrometer using practical vibrations was performed in accordance with ISO 16063-41 (fringe counting method and sine approximation method). Figure 1 shows the experimental setup used for the primary calibration of the laser vibrometer. The laser interferometry system used as a reference standard is the homodyne laser interferometry system included in the Japanese national standard for primary calibration of accelerometers. In this setup, the fringe counting method was applied for the frequency range 20 Hz -80 Hz, and the sine approximation method was applied for the frequency range 100 Hz -5 kHz.
In addition, their demodulator units are electrically calibrated with simulated frequency modulated signals, which are equivalent to output signals obtained from the laser optics unit in the calibration in accordance with ISO 16063-41. Figure 2 shows the experimental setup used for the demodulator unit calibration. A radio frequency (RF) signal generator was applied to generate the simulated frequency-modulated signal. An r.m.s. voltmeter (or digitizer) measures the output voltage of the demodulator unit. The RF signal generator and r.m.s. voltmeter can be calibrated through a traceability system of the time standard and voltage standard, respectively. Figure 3 shows primary calibration results of the laser vibrometers LV-A, LV-B and LV-C, and also the electrical calibration results of their respective demodulator units. These demodulators were set for a nominal sensitivity of 10 (mm/s)/V. The calibration results of the demodulator units show very similar characteristics to the laser vibrometer calibration results. Figure 4 shows the corrected primary calibration results based on the demodulator unit calibration results. Although the results from two different calibration methods had a large deviation of more than 1.0 % from nominal sensitivities as shown in Figure 3 , a small deviation of less than 0.5 % was almost achieved by performing a correction based on their demodulator unit calibration results. The small deviation after correction in Figure 4 may normally be due to the effect of the optics unit of the laser vibrometer. However, all results after correction would be expected to be similar to each other. Therefore, the deviation after correction would be due more to the systematic error from common components in the demodulator unit calibration, such as the simulated frequency-modulated signal from the radio frequency signal generator, and not so much by the effect of the optics unit as by the systematic error from the common component in the demodulator unit calibration.
Linearity and frequency dependency of the laser vibrometer
The experiments mentioned above were carried out for a specific frequency series as accelerometer calibration. However, as the basic principle of a laser vibrometer, the frequency shift of light scattered from a moving surface by the Doppler-effect is proportional to the velocity of the moving surface. Therefore, the nonlinearity of the velocity amplitude may be more significant than the frequency characteristics. In this study, both typical characteristics were evaluated in detail for the LV-C. The setting of the nominal sensitivity value was fixed during the evaluation. Figure 5 shows the relative deviation from nominal sensitivity obtained while the velocity amplitude is adjusted from 3 mm/s to 100 mm/s at a calibration frequency of 160 Hz. Nonlinearity higher than 5 % was observed in this case. Figure 6 shows the frequency characteristic of LV-C and its demodulator C at constant velocity amplitude of 10 mm/s. The relative deviation from nominal sensitivity changes approximately 0.7 % between 20 Hz and 5 kHz.
As the sensitivity fluctuation due to the velocity amplitude is much larger than that due to the frequency, the linearity for the velocity amplitude may be as important for in situ measurements as the sensitivity of the laser vibrometer. The evaluation results of the demodulator unit are very similar to the evaluation results of the laser vibrometer. As a result, we can conclude that the drastic fluctuation of the laser vibrometer sensitivity would be mainly due to the analog demodulator unit. Consequently, to ensure the measurement reliability of the laser vibrometer in measurement ranges not covered by the primary calibration of the laser vibrometer in accordance with ISO 16063-41, the appropriate electrical calibration for analog demodulator units would be very useful to extrapolate the sensitivity. However, if a more precise vibration measurement is required, the measurement accuracy of the demodulator unit should be improved.
DEVELOPMENT OF THE DIGITAL DEMODULATOR UNIT

Preliminary comparison between the digital demodulator unit and the analog demodulator unit
In ISO 16063-41, the digital signal processing for the decoding of the Doppler signal is required in the definition of laser vibrometer standards. Therefore, to develop a higher accuracy demodulator unit, the potential of digital demodulation should be investigated by comparing it with analog demodulation. This comparison was carried out using electrical calibration and primary calibration explained above in Section 2.
In this experiment, LV-C was used as the laser vibrometer with the analog demodulator unit. The optics part of LV-C can be detached from the analog demodulator unit because it was specially designed for this purpose. On the other hand, to conveniently achieve digital demodulation, a commercial signal analyzer (Anritsu MS2690A) was applied. By using this instrument, I & Q signals (in-phase and quadrature-phase signal pair) can be easily obtained, and the decoding of the I & Q signals is then performed by our proprietary software using LabVIEW. The signal analyzer has an ADC resolution of 16 bits, a maximum sampling rate of 50 MHz, and an RF downconversion function. In this experiment, the signal analyzer and RF signal generator used to generate the simulated FM signal use a common sampling clock signal for their own processing.
To implement a laser vibrometer with a digital demodulator unit, the optics part of LV-C was connected to the signal analyzer. Figure 7 shows the evaluation results obtained from both the primary calibration and electrical calibration. It compares the primary calibration results obtained for LV-C with the analog demodulator C, with the analog demodulator C after correction, with the digital demodulator, and the electrical calibration result of only the digital demodulator unit. As a result, the potential of the digital demodulator unit to achieve higher measurement accuracy is confirmed.
Development of the digital demodulator unit for in situ measurements
Based on the results shown in Section 3.1, the digital demodulator unit with higher accuracy for laser vibrometer is now discussed. Although the application of the signal analyzer led to good results in the preliminary experiment, the signal analyzer would be unsuitable as it cannot continuously output data in real time, as required for in situ measurements. Therefore, a dedicated digital demodulator unit, which has a smaller deviation than commercial analog demodulator units, and which generates continuous output in real time, was designed for in situ measurements.
The developed digital demodulator unit is constructed with an ADC, digital to analog converter (DAC), and fieldprogrammable gate array (FPGA) at low cost. A He-Ne laser is used as the laser source in almost all commercial laser vibrometers in Japan. The driving frequency of its acousto optic modulator (Bragg cell) in the laser optics unit is fixed at 80 MHz. The maximum frequency shift due to the Doppler effect, which is equivalent to the maximum measurable velocity, is set to 10 MHz to cover the velocity range below 3 m/s. Thus the maximum frequency of the signal to be detected by the ADC is equivalent to 90 MHz. To satisfy the Nyquist sampling theorem, a sampling rate of more than 200 MHz is required as the maximum sampling rate of the ADC at least. To implement the measurement with higher accuracy in this study, the ADC is selected to have two channel inputs, a high sampling rate of 500 MS/s, and a high resolution of 12 bits. The DAC has a high sampling rate of 250 MS/s and a high resolution of 16 bits. High-speed signal processing is required to obtain the demodulation signal in as close to real time as possible. FPGA can process data faster than DSP. Therefore, an FPGA was applied to achieve high-speed signal processing for demodulation at low cost. The data processing including the digital demodulation algorithm embedded in the FPGA was developed to satisfy the requirement for the laser vibrometer standard described in ISO 16063-41. Additionally, ADC, DAC and FPGA are driven with common clock signal.
The specifications of the ADC, DAC and FPGA are given to enable continuous measurements over a wide frequency range of up to several hundred kHz. This digital demodulator unit can receive a carrier frequency signal of either 80 MHz or 10 MHz, which will enable it to immediately process the frequency signal after down conversion. In addition, the higher accuracy measurement can be achieved by applying a highaccuracy 10 MHz external clock to this demodulator unit. Figure 8 shows a photograph of the developed digital demodulator unit.
The developed digital demodulator unit was evaluated using the same experimental setup in the previous section under the same experimental conditions as the analog demodulator unit. Figure 9 and Figure 10 show typical evaluation results obtained.
Experimental results showed that the relative deviation is confirmed to be below 0.3% for three frequency series in the applicable measurement range, and the time delay of the output due to the signal processing is evaluated to be about 30 μs. These results indicate that the developed digital demodulator unit has a sufficiently high measurement accuracy to be applicable as part of a laser vibrometer standard.
Practical shock measurement using a laser vibrometer with the developed digital demodulator unit
The prototype of the developed digital demodulator unit must be combined with the laser optics unit to work as a laser vibrometer for in situ measurements. Therefore, the performance of the laser vibrometer, which consists of the developed digital demodulator unit and a commercial laser optics unit, was demonstrated using a shock acceleration exciter. To generate a rectilinear motion for sensing, a shock acceleration exciter was used for primary shock acceleration calibration as a national standard in Japan [7] . To validate the capability for sensing, in this experiment, a homodyne laser interferometer in a shock acceleration calibration system was used as the reference standard. Figure 11 shows typical experimental results. The peak acceleration sensed by the reference standard was about 1700 m/s 2 . From a comparison of both velocity waveforms, a slight time delay was observed in the laser vibrometer with the developed digital demodulator unit. This result is in agreement with the result of the phase shift obtained in Figure 10 . In addition, the waveform that was obtained indicates unstable behavior after the application of shock acceleration. This instability may be due to the nonlinearity of the sensitivity to small velocity changes, and is a future technical issue to be investigated.
CONCLUSIONS
The characteristics of a laser vibrometer with an analog demodulator unit were investigated using three different commercial laser vibrometers. The calibration results of these demodulator units show very similar characteristics to those of the laser vibrometer calibration. Most of the deviation from the nominal sensitivity is due to the characteristics of the demodulator unit used.
The measurement accuracy of the laser vibrometer with a digital demodulator unit was compared with that of a laser vibrometer with an analog demodulator unit using the same laser optics unit. The results confirmed the higher measurement accuracy of the digital demodulator unit.
To overcome the difficulty of realizing a continuous signal processing for in situ measurement, the digital demodulator unit was developed using an FPGA, an ADC with a high sampling rate, and a DAC with a high sampling rate. The excellent potential of the developed digital demodulator unit was experimentally confirmed. On the other hand, we observed unstable behavior on the application of shock acceleration. This instability should be addressed to ensure greater usefulness for a laser vibrometer standard.
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